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y = thermistor output;  t = PTEMPA0 + PTEMPA1 * y + PTEMPA2 * y
2
 

x = pressure output - PTCA0 - PTCA1 * t - PTCA2 * t
2
 

n = x * PTCB0 / (PTCB0 + PTCB1 * t + PTCB2 * t
2
)

pressure (psia) = PA0 + PA1 * n + PA2 * n
2
 

Sea-Bird Electronics, Inc.
13431 NE 20th Street, Bellevue, WA 98005-2010 USA

Phone: (+1) 425-643-9866 Fax (+1) 425-643-9954 Email: seabird@seabird.com

SENSOR SERIAL NUMBER: 6619
CALIBRATION DATE: 22-Dec-14

SBE 19plus V2 PRESSURE CALIBRATION DATA
FSR: 508 psia S/N 3097822

COEFFICIENTS:
PA0 =
PA1 =
PA2 =
PTEMPA0 =
PTEMPA1 =
PTEMPA2 =

-5.169643e-002
1.551266e-003
6.466986e-012
-6.605065e+001
 5.241505e+001
-5.275064e-001

PTCA0 =
PTCA1 =
PTCA2 =
PTCB0 =
PTCB1 =
PTCB2 =

 5.249297e+005
 1.290723e+000
-1.257270e-001
 2.495187e+001
-6.250000e-004
 0.000000e+000

PRESSURE SPAN CALIBRATION THERMAL CORRECTION

PRESSURE
PSIA

INST
OUTPUT

THERMISTOR
OUTPUT

COMPUTED
PRESSURE

ERROR
%FS

14.78
105.06
205.07
305.07
405.07
505.07
405.07
305.07
205.07
105.07
14.78

534454.0
592587.0
656961.0
721303.0
785613.0
849880.0
785628.0
721324.0
656980.0
592604.0
534451.0

1.7
1.7
1.7
1.7
1.7
1.7
1.7
1.7
1.7
1.7
1.7

14.79
105.05
205.05
305.05
405.06
505.06
405.09
305.09
205.08
105.07
14.78

0.00
-0.00
-0.00
-0.00
-0.00
-0.00
0.00
0.00
0.00
0.00
0.00

TEMP
ITS90

THERMISTOR
OUTPUT

INST
OUTPUT

32.50
29.00
24.00
18.50
15.00
4.50
1.00

1.92
1.85
1.75
1.64
1.57
1.37
1.30

534543.32
534563.13
534592.27
534614.89
534623.04
534637.81
534633.40

TEMP(ITS90) SPAN(mV)
-5.00
35.00

24.95
24.93

Date, Avg Delta P %FS


